
J2/ TS2 Jam                                
TS2 switch actuated

Pin,
broken part or foreign

object is wedged between the 
table and distributor 

frame

No

Table height is too high

No

TS2  switch out of 
adjustment

No

Bad wire from TS2 
switch

to the Nexgem box

Click here to email KMK experts

Yes Remove cause of jam

Yes
Check angle 1 and 2 and table 

height at home position

Yes Adjust switch

Yes Repair or replace

No
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